Laser-excited fluorescence line-narrowing: an analytical study.
The limits of detection obtained by fluorescence line-narrowing spectroscopy for 6 polynuclear aromatic hydrocarbons are compared with those obtained by low-temperature and room-temperature fluorescence, and the merits of the technique are discussed.